[Ultrasonographic verification of hypertrophic pyloric stenosis].
In a two-year study on 24 newborn infants, diagnosis of hypertrophic pyloric stenosis (HPS) was intraoperatively confirmed, following preoperative ultrasonography. By means of real time sonography three parameters of the pyloric muscle were measured; the mean length was 19.6 mm, diameter 13.4 mm and the muscle thickness was 5.1 mm.